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BAM-1020 Audit Sheet

Model: | BAM-1020 |  Serial Number: | 721292 !
Audit Date: | (1]2/2016 | Audited By: M. i
Flow Audits
[Flow Reference Standard Used: Model: B ¢at Decla Cat  Serial No: ¢4 {055 8 Calibration Date: i//5/¢¢
Temperature Standard Used: Model: I Serial No: it Calibration Date:  «¢
Barometric Pressure Standard Used: Model: i Serial No: ¢ Calibration Date: ¢«
Leak Check Value: asfound: [ 0.2 Ipm ] asleft: [ ©.,2 Ipm
BAM Ref. Std. BAM Ref. Std.
Ambient Temperature: asfound: | 25,7 C| 28« C asleft: | L 4.8 C 248 N/A D
Barometric Pressure: asfound: | 75¢ mmHg | 744 mmHg asleft: | 744 mmHg | 744 mmHg -
Flow Rate (Actual Volumetric): asfound: [ (&7  ipm | 176 Ipm as left: .7 Ipm| .71 Ipm N/A
Fiow Rate (EPA Standard): as found: sipm sipm as left: slpm sipm N/A
| Mechanical Audits |
Pump muffler unclogged: as found PM10Q particle trap clean:  as found - asleft N/A
Sample nozzle clean: as found PMI0 drip jar empty:  as found as left N/A
Tape support vane clean: as found PMI10 bug screen clear:  as found " as left N/A B
Capstan shaft clean: as found PM2.5 particle trap clean:  as found as left N/A
Rubber pinch rollers clean: as found Inlet tube water-tight seal OK:  asfound | o as left
Chassis ground wire installed: as found Inlet tube perpendicular io BAM:  as found ~ as left
Analog Voltage Output Audii | ~a [ Membrane Audif Flow Control Range
DAC Test Screen | BAM Voliage Qutput | Logger Voltage Input LAST m(mg): | O.74/7 Flow Setpoint | BAM Flow
0.000 Voiis Volts Volts ABS (mg): | U 751 15.0 LPM 1570
0.500 Voits Volts Volts Difference (mg): | 0. 03¢ 16.7 LPM {67
1.080 Volts Volts Volts % Difference: NP 18.4 LPM Py o
Setup and Calibration Values
Parameter Expected Found Parameter Expected Found Parameter Expected Found
~ Clock Time/Date | (477 /S i5s FLOW TYPE | Ackual B eduat AP | ST i 5T
RS232 baud | GGoc Al Cv | voyst 0 4q FRI {0 1o
STATION # oy CU Qo | vv.cee G owd FRh i3 20
RANGE | 2.0© N ABS | Cuv ¥ oo, 2 51 Passward | 7 23¢f 12 3¢
BAM SAMPLE 50 [xe; psw | es3du e 31 Cycle Mode | etundart | ateadasia
MET SAMPLE WO 214 K Factor | 8 4572 S 457 RH Control Ves )
— OFFSET | ‘00i5 5 65 BKGD | ~0.0v0( | ~0 000 RH Setpoint | 35 35
CONC UNITS | aglns3 wAd fund STD TEMP Ay 25 Datalog RH Me s Mes
COUNT TIME y Y HEATER | Auwve Auto Delta-T Control wJo O
FLOW RATE ot 1ie 7 el | ~6.ui¥ -0 Ui Delta-T Setpoint 49 44
CONCTYPE | 470 STD Errors ON o Datalog Delta-T Ny ND
Last 6 Ervors in BAM-~1020 Ervor Log |
Error Date Time Error Date Time
1 M niz)ioiw 157 4 T 2l 201 15 ov
2 M Wjaen iy} s T nNjaog 4 ee
3 T WL 1ot te oo 6 T W Z[2G (3o

Audit Notes: Quntderly audit €ilter tupe chaags, Al arontbly, aud seerteily wmanX. cowple fe,
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